Acceptance testing, commissioning and quality assurance for a 370 GBq 192Ir HDR brachytherapy afterloader.
Proposed methods for the initial source installation tests, acceptance testing and a continuing quality assurance program are presented for a Nucletron-Odelft High Dose-Rate Brachytherapy Afterloader system.